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Abstract 

We present the results of the three-month above-ground commissioning run 
of the Large Underground Xenon (LUX) experiment at the Sanford Under- 
ground Research Facility located in Lead, South Dakota, USA. LUX is a 
370 kg liquid xenon detector that will search for cold dark matter in the 
form of Weakly Interacting Massive Particles (WIMPs). The commission- 
ing run, conducted with the detector immersed in a water tank, validated 
the integration of the various sub-systems in preparation of the underground 
deployment. Using the data collected, we report excellent light collection 
properties, achieving 8 photoelectrons per keV for 662 keV electron recoils 
without an applied electric field, measured in the center of the WIMP tar- 
get. We also find good energy and position resolution in relatively high- 
energy interactions from a variety of internal and external sources. Finally, 
we have used the commissioning data to tune the optical properties of our 
simulation and report updated sensitivity projections for spin-independent 
WIMP-nucleon scattering. 
Keywords: 

Liquid xenon detectors, Dark matter, WIMP, Direct detection, Low 
background 

1. Introduction 

The goal of the LUX experiment is to detect or exclude WIMP-nucleon 
elastic scattering interactions [1] with scalar cross sections of 7 x 1CT 46 cm 2 j2] 
at a WIMP mass of 100 GeV/c 2 , equivalent to 0.5 events/100 kg/month in 
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the inner 100 kg fiducial volume of the 370 kg liquid xenon (LXe) detector. 
Events in the LXe target create direct scintillation light (SI), while electrons 
escaping recombination at the event site are drifted to the liquid surface 
and extracted into the gas phase by applied electric fields, where they create 
electroluminescent light (S2) (see Ref. [3] for a comprehensive review of these 
processes). Both SI and S2 processes emit vacuum-ultraviolet (VUV) light 
peaking at 178 nm. The dominant backgrounds to the WIMP search con- 
sist of nuclear recoils, due to neutrons, and electron recoils, primarily from 
external y-rays and internal [3 decays. Local external backgrounds are min- 
imized by the appropriate choice of detector materials, including radio-pure 
titanium for the cryostat and low-radioactivity photomultipliers (PMTs) for 
light readout, and the inclusion of water shielding around the detector. In 
addition two data analysis methods help to discriminate against the remain- 
ing background: (i) separation of electron recoil interactions from nuclear 
recoils, based on the amount of S2 light relative to SI light; and (ii) the 
strong self-shielding capability of the dense LXe that, when coupled with the 
use of three-dimensional event reconstruction, significantly reduces the elec- 
tromagnetic and neutron backgrounds that occur primarily in the outermost 
LXe. As in most direct search detectors, WIMP interactions are indistin- 
guishable from single elastic neutron scatters in LUX, so great care must be 
taken to minimize the number of neutrons propagating to the fiducial region 
of the LXe chamber. 

The LUX experiment will begin to search for WIMP dark matter in the 
Davis campus at the 4850-foot level (1480 m) of the Sanford Underground 
Research Facility (SURF) in late 2012. The underground deployment of such 
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an experiment is a complex process and a major goal of the surface run was 
to validate the various sub-systems and to verify the integration of the en- 
tire system. Some LUX components involve novel technical solutions that 
benefited from realistic testing, including the cooling, gas circulation and 
purification systems, the control and safety systems, high voltage delivery, 
and the data acquisition system. Conducting the detector commissioning 
above ground also allowed corrective actions to be implemented more effec- 
tively prior to underground running. A second aim of the run was to allow a 
preliminary assessment of the radiation-detection performance of the exper- 
iment. Besides early validation of key design parameters, such as the light 
collection of the chamber, this also exercised the general data analysis pro- 
cedures, including the reconstruction of LXe interactions from a variety of 
radioactive sources. While rigorous characterization of the low-energy per- 
formance of the experiment can only be carried out in the low-background 
environment of an underground laboratory, these complex data analysis pro- 
cedures require substantial development, and the early data from this run 
has proved to be very valuable in advancing the analysis effort. 

This article is organized as follows. We discuss the experimental set-up 
for the surface run, the performance of the integrated system, and surface 
data-taking in Section |2j Measurements of the light and charge responses for 
high-energy background and calibration sources are presented in Section |3j 
The outlook for the LUX dark matter search, based on the results presented 
here, is discussed in Section |4| 
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2. LUX detector commissioning 

The commissioning of the LUX detector was conducted at a multi-level 
surface facility outfitted by SURF for this purpose, depicted schematically 
in Fig. [TJ The detector was deployed for full commissioning during August 
2011; the system-integrated commissioning began on September 1, 2011, and 
extended through February 14, 2012, with more than 100 days of stable cryo- 
genic detector operation. During the surface run, the detector was filled with 
370 kg of xenon, with 300 kg in the active region between the cathode and 
anode wire planes. The surface facility lies 1.6 km above sea level and has 
even higher cosmic-related backgrounds than are found at sea level. In order 
to test all aspects of the underground detector deployment and to reduce 
y and neutron backgrounds during data-taking, the detector was operated 
within a 3 m diameter water tank designed for commissioning. The water 
tank provided approximately 1 m of shielding around the cryostat and re- 
duced the y-ray background, which is largely due to the concrete and wood 
building materials used in the surface facility, from 10 kHz to 100 Hz. The 
water shield also reduced the cosmic-ray-induced neutron background from 
240 Hz to 10 Hz. The 108.8 ± 0.3 Hz muon background measured at the 
surface lab is not significantly affected by the shield. 

The LUX experiment is described in detail in Ref. [I]. The LUX detec- 
tor is a cylindrical two-phase xenon time-projection chamber (TPC), with 
instrumented xenon covering 55 cm in the vertical (z) direction and 24 cm in 
radial extent. The xenon scintillation light is detected with 122 VUV Hama- 
matsu R8778 photomultiplier tubes (PMTs) evenly divided between top and 
bottom arrays, operating within the gas and liquid phases, respectively, and 
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Figure 1: A cutaway of the surface facility provided by SURF for LUX detector com- 
missioning is shown. All detector systems were tested above ground, including detector 
deployment in a 3 m diameter water shield. 
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held in place with copper support structures. The VUV scintillation light is 
reflected by twelve polytetrafluoroethylene (PTFE) panels that fully cover 
the length of the active region and additional PTFE reflectors that cover 
all copper surfaces in the PMT support structures. The PTFE panels are 
1 cm thick in the radial direction and are mounted on a polyethylene support 
structure. The cryostat is fully immersed in the water shield and all electrical 
and gas connections are made through conduits that emerge from the top of 
the cryostat and lead to a cart located on the experimental deck. 

To extract ionization from interaction sites and produce S2 light, an elec- 
tric field is applied along the z-axis of the detector using four wire planes 
and an anode wire-mesh plane. The field between the cathode and gate wire 
planes is used to drift the electrons vertically through the liquid xenon, away 
from the event site and toward the gas gap above the gate wire plane (here- 
after called the "drift field"). The field between the gate wire plane and the 
anode mesh plane then extracts the electrons into a layer of gas, approxi- 
mately 5 mm thick, where they generate S2 light before being collected on 
the anode mesh; the terms "extraction field" and "electroluminescence field" 
apply just below and above the liquid surface, respectively. Additional wire 
planes are included above the bottom PMT bank and below the top PMT 
bank to terminate the field lines and shield the PMT optics. Data taken 
without an applied electric field provides only SI light. "Dual-phase" data, 
which is taken with applied electric fields, produces SI light in the liquid 
xenon and S2 light in the layer of gaseous xenon between the liquid surface 
and anode mesh plane. 
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2.1. Detector operation 

Detector cooling from room temperature to 185 K was achieved in eleven 
days, as can be seen in Fig. |2j through the use of a liquid nitrogen ther- 
mosyphon system [5]. During initial cooling, a maximum cooling rate of 
0.8 K/hr was allowed. Although the thermosyphons could deliver a signifi- 
cantly higher rate of cooling, this would risk establishing thermal gradients 
that could lead to warping of the PTFE panels. Following the initial de- 
tector cooling, a stable operating temperature of approximately 175 K was 
achieved. Variations in the detector temperature between mid-November 
and mid-February are due to operational changes in the xenon circulation. 
The detector pressure was stable within 0.3% during at least one period of 
minimal configuration changes, shown in Fig [3} 
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Figure 2: Detector temperature during commissioning. Once cool, the detector tempera- 
ture was stable under consistent operating conditions; the variations in temperature are 
due to changes in circulation configuration. 
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Figure 3: Relative vapor pressure variation during a period of stable detector configuration. 
The mean pressure fj, p during this time was 1662 torr. 

During surface commissioning, the drift field was limited to 120 V/cm by 
the onset of electroluminescent discharge on the cathode grid wires. Due to 
a previously established limitation of the high-voltage feedthrough, a con- 
servative operating field of 62 V/cm was used during dual-phase data tak- 
ing. This corresponds to an electron drift velocity of 1.2 mm/[is. In order 
to address these issues, both the cathode wire plane and the feedthrough 
were redesigned and new bench-tested versions manufactured ahead of un- 
derground deployment, which should enable LUX to operate at a nominal 
field of 800 V/cm. 

The purification system is designed to circulate the xenon gas through a 
heated zirconium getter, with the help of an external pump, which requires 
returning the xenon to the gas phase and re-condensing it [6] . Following the 
initial liquefaction, it was discovered that an internal plumbing fitting in the 
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circulation line, designed to transfer condensed xenon to the bottom of the 
detector, came loose during assembly, and the intended xenon circulation 
path was compromised during the remainder of the surface commissioning. 
Consequently, xenon purification was explored in several circulation modes 
over a period of 46 days. Using the intended circulation path, we were able 
to circulate xenon through the gas handling system at a rate of 35 slpm, 
corresponding to 300 kg/day, with a net heat load < 5 W. During xenon 
circulation, the purity of the gas prior to getter purification was monitored 
with a cold-trap-enhanced mass spectrometer technique [?], and impurity 
concentrations of 0.4 ppb O2 and 0.5 ppb N 2 were obtained. The maximum 
electron drift length achieved within the chamber, which gives a measure of 
the reduction of electronegative impurities, was 25 cm (200 [is mean electron 
lifetime). This corresponds to half the length of the active region between 
the cathode and gate wire planes. This measurement is discussed further in 
Section 13.11 

2.2. Surface data-taking 

We collected zero-field data regularly between mid-November 2011, when 
we began to condense xenon in the detector, and mid-February 2012, when 
the surface commissioning ended to prepare the detector for transport un- 
derground. Dual-phase data were collected between mid-December and mid- 
February. The data were recorded through the full data-acquisition (DAQ) 
chain, providing the opportunity to assess the performance of the system 
from beginning to end and to debug all features of the electronics chain and 
data-taking that could otherwise cause pathologies in the dark matter search 
data. 
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A detailed description of the data acquisition system can be found in 
Ref. [8]. The analog signal is digitized at a sampling rate of 100 MHz by 
Struck ADC modules; only candidate pulses are digitized (called "pulse-only 
digitization" or POD) in order to reduce the recorded event size by a factor of 
fifteen, while preserving full sensitivity to dark matter signals. The efficiency 
of noise rejection using zero suppression was measured by setting a threshold 
for the POD corresponding to a 95% efficiency to detect single photoelectrons 
(phe) at nominal PMT gains, while biasing the PMTs to only —100 V and 
grounding the wire planes. This allowed us to test for noise in the electronics 
chain, independent of any noise nominally caused by the PMTs being at 
full bias voltage. We obtained a zero suppression efficiency > 99.999% in 
this configuration. During surface operation, the DAQ was able to handle a 
1.7 kHz acquisition rate without any dead time in downloading data. The 
POD recorded 24 samples before the signal threshold for pulse detection was 
crossed. We also recorded an additional 31 trailing samples after the pulse 
dropped below a second threshold, which was consistent with the measured 
electronics baseline noise and that defined the end of the pulse. For most 
surface data collected, a pulse detection threshold of 1.5 mV was used. 

The LUX trigger system, described in Ref. [I] , was configured to trigger on 
either SI or S2 signals for the surface data-taking. The trigger consists of two 
8-channel digital signal processors (DDC-8DSP). Sixteen trigger groups are 
defined, with each group consisting of eight PMTs located in either the top 
or bottom PMT array. Digital filters are used to search for SI and S2 signals 
in the analog sum of the signals in the PMT groups. The multiplicity of the 
SI and S2 signals, with pulse areas between a lower and an upper limit, was 
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used to generate triggers. All of the data shown in this paper were collected 
with an SI trigger. Events were defined within a window of 500 [is both 
preceding and following the SI trigger, which allowed the collection of pulses 
along the full length of the detector. Double-triggering was prevented by a 
trigger hold-off for the 500 [is following a trigger. This mode of operation 
is different from that planned for underground operation, which will allow 
multiple triggers in an event. 

Muons were a significant source of background during the surface data- 
taking, with a flux of 0.019 ± 0.003 cm~ 2 s _1 measured at the surface facility, 
which is comparable to the value at sea level. At the 4850-foot underground 
level of SURF, the muon flux is reduced to (4.4 ± 0.1) x 10~ 9 cm" 2 s _1 [5] 
(~ 4 muons per day across the active region of the LUX detector), which cor- 
responds to 4.3 ± 0.2 km of water equivalent shielding. For our dark matter 
search, we require single phe sensitivity in the PMTs and DAQ electronics 
and both have been designed to operate in a low background environment, 
with small average VUV photon rates generated within the chamber. Conse- 
quently, the electronics chain was optimized to provide single phe sensitivity 
when operating at a PMT gain of 4 x 10 6 , but not at PMT gains significantly 
lower than this. Since cosmic muons can deposit large amounts of energy in 
the detector, particularly during data-taking with both SI and S2 light, we 
limited both the PMT gain and the extraction and electroluminescence fields 
between the gate and anode wire planes to safeguard the PMTs during data- 
taking above ground. When data were taken with an applied field, the PMT 
gains were limited to 1 x 10 5 for most of the surface data collected. This 
imposed a threshold of 20 phe for SI pulses and 500 phe for S2 pulses at the 
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nominal POD readout threshold. During zero-field data taking, which was 
used to study the light collection properties of the detector, the PMTs were 
operated at full gain and the data did not suffer from an effective low-energy 
readout threshold. 

Digitized pulse shapes are parameterized by a number of characteristic 
quantities, such as pulse area, height, and length, that can be used to identify 
SI and S2 signals. The LXe scintillation mechanism leads to near-exponential 
VUV pulses with time constants of a few tens of nanoseconds and very fast 
rise times [101 [TT] . Conversely, S2 signals generated by electrons emitted from 
the liquid surface are typically much larger and have durations of about 1 [is, 
due to the drift time of the electrons in the gas gap as well as the smearing 
of emission times caused by electron diffusion in the liquid. These charac- 
teristics allow a clear separation between SI and S2 pulses. A typical event 
from the surface run is shown in Fig. |4} We have checked the reconstruction 
of the pulses and timing information with a number of basic measurements, 
including the muon lifetime, shown in Fig. |5j This is measured in the de- 
cay of [i + — > i7[ 1 i> e e + using the measured time difference between an SI signal 
characteristic of a muon and a subsequent SI signal. We find good agreement 
between our measured value of 2.16 ± 0.09 (stat.) [is and the world average 
of 2.197 [is H2]. 

2. 3. Preparations for underground running 

During the surface commissioning, valuable experience in detector assem- 
bly and deployment, operation, and data-taking was gained. We were also 
able to identify a handful of issues that we rectified prior to the detector 
transport underground. The inherent limitation in the high-voltage deliv- 
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Figure 4: Example y event from background data. The entire event is shown in (a), while 
(b) shows a zoomed view of the SI signal and (c) shows a zoomed view of the S2 signal. The 
49.5 cm length of the liquid xenon active region of the detector corresponds to 412 [is at 
our operating field. 
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Figure 5: Positively-charged muon lifetime. We find agreement with the expected value 
of 2.197 [is [12]. 

ery system was solved by a new feed-through that has been developed and 
tested extensively at 100 kV. A new cathode wire plane has been assembled 
and installed. Based on these improvements, we aim to achieve 800 V/cm 
in the drift region during underground operation, although 500 V/cm will 
provide adequate discrimination to reach our sensitivity goal [13]. We have 
upgraded the circulation system to achieve even higher flow rates. We have 
also used the loose plumbing fitting in the xenon condensing line to motivate 
a series of checks that help to ensure the integrity of the detector inter- 
nal circulation lines prior to full detector deployment. Even without these 
additional improvements, the LUX detector surface operation was very suc- 
cessful, demonstrating excellent thermal control, a high gas purification flow 
rate, and excellent readout capability. 
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3. Studies of the surface data 

During both zero-field and dual-phase data-taking, we collected a number 
of useful datasets that allow us to study important properties of the detec- 
tor, such as the xenon purity, the light collection, and the three-dimensional 
position reconstruction. In the dual-phase data we were able to use the 
y background to measure a maximum electron drift length spanning half of 
the active length of the detector despite our non-optimal circulation path. 
The internal xenon circulation path was studied with a diagnostic 222 Rn in- 
jection into the detector, making use of the imaging properties of the TPC. 
The various backgrounds and radioactive sources used during surface opera- 
tion, such as the cosmic muon background, cosmogenically-activated 129m Xe 
and 131m Xe isotopes, the a particles from the 222 Rn decay chain, and an ex- 
ternal 137 Cs source, provided a wealth of opportunities to study the light 
collection properties of the detector and tune the simulation developed for 
the LUX experiment. Finally, we have employed the 214 Bi- 214 Po coincident 
decays from the 222 Rn decay chain to study the resolution of the position 
reconstruction algorithms. 

3.1. Xenon circulation and purification 

The removal of electronegative impurities is essential to allow the elec- 
trons produced by ionization of the xenon atoms to drift away from the 
interaction site and for the scattering event to be reconstructed accurately 
along the 50 cm length of the active region of the LUX detector. Therefore, 
one of the goals of the surface commissioning of LUX was to obtain good 
detector purity as an essential exercise of the detector circulation systems in 
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advance of the underground data-taking. 

We used dual-phase data to estimate the electron attenuation in the ac- 
tive region of the detector. The decrease in S2 signal size as a function of drift 
time in the liquid, At, is described by an exponential function S2 = S2e~ At / T , 
where r is the mean lifetime that the electrons drift in the xenon before be- 
ing captured by electronegative impurities and S2 is the size of the S2 signal 
in perfectly pure xenon. After exploring several modes of circulation, we 
obtained an electron lifetime of 204 ± 6 [is, which was measured using back- 
ground y interactions with a single pair of SI and S2 signals in the event 
window. In order to account for the fact that the y's are not mono-energetic, 
we normalize each measured S2 signal by its corresponding SI signal, which 
was corrected for observed depth dependence. The resulting trend in (S2/S1), 
used to obtain the electron lifetime, is shown in Fig. [6j This lifetime cor- 
responds to a drift length of 25 cm. During this circulation mode, which 
circulated xenon via a plumbing line at the bottom of the detector, there 
appeared to be an isolated region of impurities near the bottom of the active 
region which appeared to diminish as circulation continued. Non-uniform 
mixing was expected in this mode due to the unusual circulation path. 

3.1.1. Imaging of the circulation path 

In order to verify the nature of the compromise in the circulation path, 
150 Bq of 222 Rn were injected into the detector through a cold trap to study 
the xenon flow, using the three a particles produced in the decays of 222 Rn 
(5.5 MeV), 218 Po (6.0 MeV), and 214 Po (7.7 MeV), shown in Fig. Q 

By studying the fraction of light observed in the top PMT array relative 
to the bottom PMT array, we confirmed that the 222 Rn entered the detector 



17 



2.5 



Gammas (Single S2s) 
x = 204 ± 6 \is 




Drift Time [^s] 

Figure 6: Highest measured electron lifetime, obtained using y-rays with a single pair of 
SI and S2 signals in the event window. The circles indicate the means of the measured 
(S2/S1) ratio distribution in bins of drift time. The SI signal in the event is corrected for 
observed depth dependence. 
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Figure 7: Weighted SI signals of the three a particles from the 222 Rn decay chain. 
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in the second quadrant of the top PMT array. After ten minutes, the 222 Rn- 
doped xenon was seen to enter the bottom PMT array at the same location 
in the second quadrant, suggesting that the xenon was flowing down this side 
of the detector. This provided valuable diagnostic insight, as the intended 
circulation path would introduce xenon at the bottom PMT array in the 
first quadrant. Figure [8] shows the 222 Rn flow from the top of the detector to 
the bottom at two of the time slices studied. A selection of 0.6 in the ratio 
of light in the top PMT array relative to bottom PMT array is applied to 
separate events as more "top-like" or "bottom-like". 




Figure 8: The average hit patterns for a interactions in the LXe are shown at (a) 1.2 
minutes and (b) 17 minutes after the 222 Rn injection. 

It was expected and subsequently confirmed that this 222 Rn injection will 
not lead to significant backgrounds in a WIMP-search run. The radon-related 
background could arise from 210 Pb plate-out on the PTFE panels and other 
components, leading to low-energy interactions into the liquid bulk, and from 
(oc,n) neutron production on fluorine in the PTFE; a particular concern is the 
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mis-reconstruction of the position of any surface interactions into the fiducial 
volume (nominally located approximately 50 mm from the surface of the 
panels). The latter effect could lead to mis-reconstruction of nuclear recoils 
from a interactions and electron recoils from |3 interactions, both of which 
may suffer incomplete charge extraction due to the proximity to the wall. 
Conservative calculations for these processes indicate that 150 Bq of 222 Rn 
will not compromise the WIMP sensitivity. For example, if all 222 Rn activity 
appeared as 210 Pb plated out onto the PTFE panels, the rate of neutrons 
expected from the (oc,n) process would be 11 n/yr. This corresponds to 7.5% 
of neutron background expected from the PMTs, which are predicted to 
contribute a mere 0.04 WIMP-like background events in a nominal nuclear 
recoil search window of [5,25] keV after 30,000 kg-days. 

3.2. Light collection 

The light collection properties of the LUX detector are of utmost im- 
portance for the dark matter search, as they affect directly the size of the 
SI signals and, consequently, our energy reach and background discrimina- 
tion. In order to model the light collection properties of the detector, we use 
zero-field calibration data, which provides the best statistics in the SI signal, 
to determine the number of detected phe per keV deposited through electron 
recoils in the xenon target. Two particularly important aspects of the light 
studies of the detector are the reflectivity of the PTFE panels in liquid xenon 
and the photoabsorption length for the 178 nm VUV scintillation signal. Liq- 
uid xenon can be purified to be highly transparent to its own scintillation 
light and, consequently, the attenuation length for VUV photons depends on 
the xenon purity. This and other optical properties of the chamber can be 
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obtained by detailed comparisons between real and simulated data. 

The LUX detector is modeled with a GEANT4-based simulation [T4"l 
IT5] . The simulation makes use of the NEST model [16] . which takes into 
account the energy-, field-, particle-, and density-dependent SI and S2 signal 
yields, generating signals with realistic means and resolutions. While the 
detector geometry has been implemented accurately from direct detector 
measurements, a number of light collection properties of the detector must 
be determined from data. The unknown or uncertain parameters in the 
simulation include the reflectivity of the PTFE surfaces, the reflectivity of 
the wire planes, the photoabsorption length, the Rayleigh scattering length, 
and the reflectivity of the aluminum flashing deposited behind the quartz 
PMT windows. These quantities have been tuned separately for the gas 
and liquid regions of the detector through extensive comparisons with 137 Cs 
source data and then validated using the other available data. 

Figure [9] shows that excellent agreement has been achieved between the 
data and simulation for the 137 Cs source, which was contained in a 5 mm 
lead-backed collimator, lowered halfway down the length of the active region 
in a tube next to the cryostat. The resolution in the simulation is shown 
without any additional scaling or re-weighting, realistically replicating the 
resolution in data using only the NEST model. To obtain the best resolution 
on the 662 keV 137 Cs full energy deposition peak, the pulse area measured 
in phe is weighted to correct for position-dependence of the light collection 
using the SI light observed in the top and bottom PMTs, respectively. The 
full energy deposition peak from the 662 keV x-rays appears at 5624 ±8 phe, 
corresponding to 8 phe/keV, which is more than 2.5 times the zero-field value 
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reported in Ref. [32] at the same energy. Through the tuning of the simu- 
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Figure 9: Weighted 137 Cs source energy distribution (arbitrary units). The simulated 
SI signal (histogram) is compared with data (points with errors) collected using a 137 Cs 
source located halfway down the length of the detector. 

lation, we conclude that the hemispherical reflectivity of the PTFE panels 
is > 95% (pure Lambertian) in LXe and the photoabsorption length is at 
least 5 m in the liquid. The best description of our data is obtained with 
100^2% PTFE reflectivity and lllf m photoabsorption length in LXe. An 
accurate determination of these values is important, both for LUX and for 
future LXe detectors, and we will repeat these measurements in underground 
data-taking as well. 

In order to confirm the validity of the light model obtained from the 
137 Cs data, we have compared the tuned simulation with the 236 keV and 
164 keV y-rays from decays of 129m Xe and 131m Xe, respectively. We find 
good agreement in the distribution of the data throughout the length of the 
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detector, determined through the asymmetry of light in the top PMTs rel- 



ative to the bottom PMTs, and in the energy resolution, shown in Fig. [TO 
which lends confidence to our light collection model. The simulation again 
replicates the resolution without additional scaling, even in the case of the 
non-monoenergetic 236 keV y emission from 129m Xe, which consists of a 
196 keV y-ray plus a second 40 keV y-ray. 
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Figure 10: Weighted SI signals from the y decay of cosmogenically activated 129m Xe 
(236 keV) and 131m Xe (164 keV) (arbitrary units). The resolution of the simulated SI 
signal (histogram) agrees well with the data (points with error bars). 

In addition to the excellent light collection and high PTFE reflectivity we 
have observed, we also find good energy resolution at our calibration energies. 
We obtain a/E ~ 2% for the three a particles in dual-phase data, ~ 5% from 
the 137 Cs full energy deposition peak in zero-field data, and ~ 10% for the 
activated xenon y-rays, again using zero-field data. The energy resolutions 



as a function of energy are shown in Fig. 11 The resolutions have been 
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obtained by correcting the SI signals for z position-dependence. 
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Figure 11: The energy resolution a/E as a function of source energy. The data points are 
shown with error bars. We find a resolution of ~ 2% for the high-energy a particles, while 
we observe a ~ 10% resolution for the 164 keV y-ray from the 131m Xe decay. The trend 
in energy resolution is oc 1/yE. 



3.3. Position reconstruction 

We have explored x-y position reconstruction using the S2 signal in dual- 
phase data with several algorithms, including basic centroid methods. We 
have also implemented the Mercury vertex reconstruction algorithm devel- 
oped for the ZEPLIN-III experiment [17] , which provides precise x-y position 



information by measuring the light response of each PMT in situ. Figure 12 



shows that we are able to resolve the 5 mm wire spacing in the gate wire 
plane when applying the Mercury algorithm to background data; the indi- 
vidual wires appear as gaps because the electrons are focused around them in 
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our electric field configuration. Owing to the lowered PMT gains, the energy 
of these reconstructed background events is generally well above that of the 
WIMP-search region. 
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Figure 12: The x-y distribution of surface background data reconstructed with the Mercury 
algorithm. The gaps indicate the position of the gate wires, which are separated by 5 mm 
and inclined at an angle of about 20°. 

To study the statistical component of the position resolution using the 
Mercury reconstruction, we have used the 7.7 MeV a particle emitted in the 
214 Po decay in coincidence with the p decay of 214 Bi, which precedes the 214 Po 
decay with a half-life of 160 [is. Since our event window is 500 [is long, we 
can search for these two decays in the same event. In the reconstruction we 
require a pair of SI and S2 signals followed by a second pair of SI and S2 
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Figure 13: The 214 Bi- 214 Po candidates' (a) half-life and statistical resolution along (b) 
the x-axis and (c) the y-axis of the detector. The reconstructed 214 Bi- 214 Po candidates 
show a half-life of 153 ± 28 us, which is consistent with the expected half-life of 160 us. 
The statistical component of the resolution in either lateral direction is measured to be 
mm. 
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signals consistent with an a interaction. Using these events, we measure a 



half-life of 153 ± 28 [is, shown in Fig. 13, which is in good agreement with 
the known 214 Po half-life of 164.3 [is (18] and confirms that the selection has 
identified a viable sample of 214 Bi- 214 Po coincident events. We then use the 
relative x and y positions of the two decays to estimate the statistical com- 
ponent of the resolution, finding a ~ 7 mm in either direction for a particles 
distributed in the bulk of the LXe. This method treats the two sources as 
point-like, leading to an overestimate in the quoted resolution as the p track 
extends a few millimeters in the liquid. Since the 222 Rn decay daughters 
preferentially attach to the wire planes, we have also observed a population 
of a interactions from the gate wire plane, which have a much larger average 
S2 signal, as they are not suppressed by purity effects and there is no appre- 
ciable lateral diffusion of the signal since they are drifted only through the 
much higher extraction field in the LXe before they reach the liquid surface. 
These events have a resolution of approximately 3 mm in both the x and y 
direction. 



4. Summary and Outlook 

We have used the surface commissioning run of the LUX experiment 
to exercise all xenon detector systems and have demonstrated excellent op- 
erational and readout capabilities. The surface run has also helped us to 
identify and address issues with the high-voltage delivery system, as well as 
to implement thorough checkouts of all systems. Benefiting from the wealth 
of experience running and troubleshooting the detector operations, we have 
developed confidence in our ability to deploy the detector underground in 
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a short period of time and to recommission it for full operation. We have 
taken advantage of the data collected to study the behavior of the xenon 
purification dynamics, the light collection of the detector, and to begin ex- 
ploring event reconstruction algorithms, as well as to tune and validate our 
simulation using a variety of radioactive sources. 

Using the tuned simulation we have updated the WIMP sensitivity es- 
timates for 30,000 kg-days of data assuming zero background events in the 
nuclear recoil energy window [4, 25] keV. We have evaluated two scenarios in 



estimating our sensitivity, shown in Fig. 14 a conservative 15% photon col- 
lection efficiency, replicating the state of the LUX detector at the end of the 
surface run, with a WIMP search range of nuclear reoil energies between 4- 
25 keV; and a more realistic light collection efficiency of 20%, which assumes 
full detector purification and a WIMP search range of 3-25 keV as measured 
in nuclear recoils. In both cases we expect sensitivity at WIMP masses down 
to 10 GeV and in the realistic scenario we should be able to make a defini- 
tive statement on the CoGeNT result [12] under standard dark matter halo 
assumptions, assuming zero background events in the fiducial volume, and 
using straight-forward analysis techniques that do not rely upon extrapolat- 
ing below a nominal minimum SI signal threshold of 3 phe. We estimate 
a sensitivity to WIMP-nucleon cross sections in the realistic scenario bet- 
ter than 2 x 10~ 46 cm 2 for a WIMP mass of 40 GeV/c 2 , which exceeds the 
original LUX sensitivity goal. 

When we begin underground operation in late 2012, the LUX experiment 
will become the largest two-phase xenon dark matter detector in the world 
and will represent the largest xenon TPC deployed in a water shield. The 
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experiment features cryogenic and xenon purification systems that can be 
readily scaled to larger mass detectors. During the underground operation of 
LUX, we expect the best sensitivity to WIMP-nucleus scattering for WIMP 
masses above 8 GeV/c 2 in the realistic light collection scenario. 



£ 


lO" 40 


ion 




sect 


io- 42 


"OSS 




u 




eon 


-44 

10 


■nuci 




WIMP- 


-46 

10 



I \ ' ' 1 1 

- ,^|CoGeNT(2011) 




tlUcDMSII(2010) 

t. 




- J! A a EDELWEISS II (2011) 




*.\\ ZEPLIN III' (2011)" 
i \ V 




* \ X 




* \ \. 

* \ _ - 




\\. XENON 100 (2012) 
*** S N Sfc . . ' 




LUX - Projected 

i 





10 10 

WIMP Mass [GeV/c 2 ] 



lO"' 



Figure 14: The projected LUX sensitivity at 90% CL is plotted in relation to other recent 
WIMP-nucleon scattering limits [T31 [H)1E2] . The solid black line shows a limit assuming 
very conservative light collection and 30,000 kg-days of data without background, while the 
dashed black line shows a realistic estimate of the limit given our current understanding 
of the light collection and 30,000 kg-days of data. 
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